Glaucoma is the world\'s leading cause of permanent blindness and is a progressive neurodegenerative disease characterized by irreversible loss of retinal ganglion cells.^[@i1552-5783-57-13-5498-b01]^ Death of retinal ganglion cells produces structural changes that include thinning of the retinal nerve fiber layer (RNFL), macular ganglion cell layer, and neuroretinal rim tissue.^[@i1552-5783-57-13-5498-b02][@i1552-5783-57-13-5498-b03]--[@i1552-5783-57-13-5498-b04]^ These structural changes can be objectively quantified with spectral-domain (SD) optical coherence tomography (OCT), which is used to help diagnose glaucoma and monitor disease progression. In particular, the circumpapillary RNFL thickness scan is the most commonly used OCT parameter to quantify structural change in glaucoma. The RNFL parameter, however, is limited by a high rate of artifacts, partly due to the difficulty in segmenting the RNFL, which decreases in reflectivity with glaucoma.^[@i1552-5783-57-13-5498-b05]^ The two-dimensional (2D) RNFL parameter also does not fully use the three-dimensional (3D) imaging capabilities of SD-OCT. Newer SD-OCT glaucoma parameters derived from high-density 3D volume datasets may potentially improve on the traditional 2D RNFL thickness parameter by addressing both issues and enhancing diagnostic sensitivity. Because of the increased acquisition speeds of SD-OCT compared with time-domain OCT, high-density 3D volume datasets depicting true optic nerve topography are now possible, without the need for realignment of A-lines within a single frame.^[@i1552-5783-57-13-5498-b06]^

The minimum distance band (MDB) is a 3D SD-OCT neuroretinal rim parameter that offers potential advantages over the traditional 2D RNFL thickness parameter.^[@i1552-5783-57-13-5498-b07],[@i1552-5783-57-13-5498-b08]^ It objectively quantifies neuroretinal rim tissue using the anatomically accurate position of the disc margin, as determined from OCT data. The parameter is delimited by structures (the internal limiting membrane \[ILM\] and the retinal pigment epithelium/Bruch\'s membrane complex \[RPE/BM\])^[@i1552-5783-57-13-5498-b09]^ whose visibilities are not significantly modified by glaucoma.^[@i1552-5783-57-13-5498-b10]^ In theory, the MDB may be more robust than the RNFL thickness, because it is derived from dense volumetric data, whereas the RNFL thickness is derived from a single B-scan. The MDB also differs from current OCT optic nerve software parameters (e.g., rim volume, rim area, and rim thickness), in that it is not defined by an arbitrary reference surface above the RPE. Optic nerve head measurements are also available on the Cirrus instrument (Carl Zeiss Meditec, Dublin, CA, USA),^[@i1552-5783-57-13-5498-b11]^ but the volumetric protocol (200 A-lines in 200 B-scans) is less densely sampled than the one in this study, which not only uses 512 A-lines in the 193 B-scans but also averages the 193 raster scans ([Fig. 1](#i1552-5783-57-13-5498-f01){ref-type="fig"}a).^[@i1552-5783-57-13-5498-b12]^

![The MDB volumetric high-density raster scan protocol compared with the BMO-MRW radial scan protocol. In (**a**), the *horizontal green lines* represent the 193 raster lines, which are used to reconstruct the OCT disc margin (*100 red points*), defined as the RPE\\BM border. The *lower left image* in (**a**) is an OCT B-scan at the position of the *yellow line*. It depicts the automated segmentation of the ILM and the RPE\\BM complex. In (**b**), the 24 radial scan pattern of the BMO-MRW protocol is shown. The OCT disc margin is reconstructed at 48 positions (*48 red points*) and is defined as the BMO border.](i1552-5783-57-13-5498-f01){#i1552-5783-57-13-5498-f01}

Since initial descriptions of this 3D neuroretinal rim parameter, a similar parameter called the Bruch\'s Membrane Opening--Minimum Rim Width (BMO-MRW) has been investigated on the Spectralis platform (Heidelberg Engineering, Heidelberg, Germany). The BMO-MRW uses scans of 24 radial lines over the optic nerve head ([Fig. 1](#i1552-5783-57-13-5498-f01){ref-type="fig"}b).^[@i1552-5783-57-13-5498-b13]^ He et al.^[@i1552-5783-57-13-5498-b14]^ suggested that this parameter may be the most sensitive OCT parameter for detecting glaucoma progression in the primate glaucoma model. Human studies using this BMO-MRW parameter also have suggested that this parameter has higher diagnostic capability than the 2D RNFL thickness measurement, but it is unclear whether this improvement is significantly better.^[@i1552-5783-57-13-5498-b13]^

The MDB defines the OCT-based disc margin as the termination of the RPE/BM complex, whereas in the BMO-MRW, the BM opening is identified as the disc margin. Strouthidis et al.^[@i1552-5783-57-13-5498-b15]^ and Drexler and Fujimoto^[@i1552-5783-57-13-5498-b16]^ state that it is uncertain whether the BM in isolation can be resolved by SD-OCT. The termination of the RPE/BM complex may thus more consistently describe the disc margin visible in SD-OCT images.

This article presents a framework for calculating the MDB neuroretinal rim thickness and area from high-density 3D raster scans across the optic nerve head on the Spectralis SD-OCT platform. It also compares the MDB with the traditional 2D RNFL parameter and with existing neuroretinal rim parameters that are based on the 150-μm reference surface.

Materials and Methods {#s2}
=====================

The subjects were recruited as a part of the ongoing Massachusetts Eye and Ear Infirmary 5-year prospective Spectral-Domain Optical Coherence Tomography in Glaucoma Study. These patients were a cross-sectional sampling of patients recruited between September 2009 and July 2014. The study had institutional review board approval. Research was conducted in accordance with the tenets of the declaration of Helsinki and the regulations of the Health Insurance Portability and Accountability Act. One eye per subject, selected randomly, was analyzed. All participants underwent a comprehensive ocular examination by a glaucoma specialist (TCC) that included history, visual acuity, refraction, Goldmann applanation tonometry, slit-lamp biomicroscopy, gonioscopy, dilated ophthalmoscopy, ultrasound pachymetry, stereophotography (Visucam Pro NM; Carl Zeiss Meditec), and visual field testing (Swedish Interactive Threshold Algorithm 24--2 test of the Humphrey visual field analyzer 750i; Carl Zeiss Meditec).

Patients were eligible to participate in the study if they consented to OCT imaging on the same day as their full eye examination, disc photography, and visual field testing. Inclusion and exclusion criteria were similar to those used in past studies.^[@i1552-5783-57-13-5498-b02],[@i1552-5783-57-13-5498-b17][@i1552-5783-57-13-5498-b18][@i1552-5783-57-13-5498-b19][@i1552-5783-57-13-5498-b20][@i1552-5783-57-13-5498-b21]--[@i1552-5783-57-13-5498-b22]^ Patients were included if they had a spherical equivalent between −5 and +5 diopters and a best-corrected visual acuity of 20/40 or better. These patients also required reliable visual fields, defined as fixation losses ≤33%, false positives ≤20%, and false negatives ≤20%. Patients were excluded if they had congenital abnormalities of the anterior chamber, corneal scarring or opacity, diabetic retinopathy, visual field loss due to a nonglaucoma condition, or a dilated pupil diameter less than 2 mm.

Healthy subjects had no ocular disease except for mild cataracts and had a normal Glaucoma Hemifield Test. The asymmetry of their cup-to-disc ratio measurements was less than 0.2.

Glaucoma patients were diagnosed by characteristic changes of the optic nerve with corresponding abnormal visual fields. Visual fields were considered abnormal if three or more contiguous test locations in the pattern SD plot were depressed by 5 dB or more or if two contiguous test locations showed defects with one location depressed by 5 dB or more and the other by 10 dB or more.

Volumetric Imaging of the Optic Nerve Head {#s2a}
------------------------------------------

Volumetric scans were acquired on the Spectralis OCT instrument (Spectralis software version 5.4.8.0; Heidelberg Engineering). The OCT protocol consisted of 193 B-scans centered on the optic nerve head. The field of view was 20 × 20 degrees, corresponding to a square region approximately 6 × 6 mm. Automatic real-time tracking functionality was enabled, and three frames at each scanning location were acquired and averaged to create the final OCT B-scans. The Heidelberg quality score was used as a proxy for the volumetric scan quality, and all included subjects had an RNFL scan quality of 15 or higher on a scale ranging from 0 to 40.

To evaluate the reproducibility of the MDB thickness, the eyes of 50 subjects were scanned twice within the same day. Bland-Altman analysis was performed on the MDB measurements derived from the two datasets to determine the intertest variability.

Image Analysis of SD-OCT High-Density Volume Scans {#s2b}
--------------------------------------------------

To calculate the five neuroretinal rim parameters, the ILM and the RPE/BM complex^[@i1552-5783-57-13-5498-b08]^ were automatically segmented in each image ([Fig. 2](#i1552-5783-57-13-5498-f02){ref-type="fig"}). Image analysis was performed with C++ software using the open source libraries Insight Segmentation and Registration Toolkit (ITK version 4.3, Insight Software Consortium; Kitware, Inc., Clifton Park, NY, USA) and Open Source Computer Vision (OpenCV version 2.4.3; Willow Garage, Menlo Park, CA, USA).

![A flowchart summarizing the steps involved to calculate five neuroretinal rim parameters from 3D SD-OCT (Spectralis; Heidelberg Engineering) high-density volume scans. The five neuroretinal rim parameters include the MDB thickness, MDB area, rim volume, rim area, and rim thickness.](i1552-5783-57-13-5498-f02){#i1552-5783-57-13-5498-f02}

To segment the ILM, images were denoised with a 5-pixel median filter, and a Canny edge detector^[@i1552-5783-57-13-5498-b23]^ was used to find the contour representing the ILM.

The disc margin was detected by reconstructing the RPE/BM complex from the individual B-scans. Identification of the disc margin required calculation of the RPE/BM terminations where this structure was discontinuous, and delineation of the unbroken structure in regions where it was continuous. A three-level Otsu^[@i1552-5783-57-13-5498-b24]^ filter was used to locate the highly reflective pixels of the RPE, and a Canny edge detector was used to delineate borders of the RPE/BM complex. Bruch\'s membrane was not consistently visible as a structure distinct from the RPE.

The MDB ([Fig. 3](#i1552-5783-57-13-5498-f03){ref-type="fig"}) was calculated by building a 3D model of the RPE/BM complex. The central axis of the disc was determined by finding the centroid of the opening in the RPE/BM. For each angular interval of 3.6 degrees (for calculation of the MDB thickness at 100 points around the rim), the point on the disc margin closest to the disc axis was identified, and the shortest distance from this point to the ILM was calculated. From the distance measurements, the MDB thickness values for the global, quadrant, and sector regions were determined.

![Diagram showing the MDB neuroretinal rim parameter. The MDB thickness is measured by finding the closest distances from points on the disc margin (*red points*) to the ILM or cup surface (*blue points*). The MDB area is calculated by summing the areas of triangles formed by disc margin points (R1 and R2) and points (I1 and I2) on the ILM, which may not be coplanar. This example is the left eye of a 67-year-old African American man with primary open-angle glaucoma. His visual field mean deviation is −16.6 dB.](i1552-5783-57-13-5498-f03){#i1552-5783-57-13-5498-f03}

The area of the MDB ([Fig. 3](#i1552-5783-57-13-5498-f03){ref-type="fig"}) was calculated by subdividing the band into a series of quadrilaterals. The vertices of the quadrilaterals were two adjacent points on the disc margin (R1, R2) and their corresponding closest points on the ILM (I1, I2). The areas of the two triangles formed by the four points were calculated using Heron\'s formula. This process was repeated around the disc margin, and the results were summed to give the global, quadrant, and sector area measurements. This technique differs from the procedure of Gardiner et al.,^[@i1552-5783-57-13-5498-b25]^ in which a set of trapezoids was used to calculate the neuroretinal rim area. In this study\'s method, the two rim points and two ILM points were not constrained to lie in the same plane.

A reference surface 150 μm above the RPE has been used to determine optic nerve parameters for both commercially available time-domain OCT and SD-OCT machines.^[@i1552-5783-57-13-5498-b26]^ We determined neuroretinal rim volume, rim area, and rim thickness using a 150-μm reference surface. [Figure 4](#i1552-5783-57-13-5498-f04){ref-type="fig"}a illustrates the results of neuroretinal rim tissue volume calculations. The neuroretinal rim was bounded above by the ILM, below by the 150-μm reference surface, and radially by the optic disc border. The neuroretinal rim area ([Fig. 4](#i1552-5783-57-13-5498-f04){ref-type="fig"}b) was determined by finding the projection of the rim tissue on the transverse plane. The rim thickness was calculated by dividing the rim volume by the rim area.

![Calculation of neuroretinal rim volume and area from SD-OCT volume scans using a reference surface 150 μm above the OCT disc margin. (**a**) The neuroretinal rim tissue (shown in *yellow*) is calculated for the right eye of a healthy subject. The OCT-based disc margin or RPE/BM complex is shown by *red points*. The neuroretinal rim was bounded above by the ILM, below by the 150-μm reference surface, and radially by the optic disc border. (**b**) The projection of the rim tissue and disc margin on an infrared fundus photo. The OCT-based disc margin (*red points*) shows good correspondence with the disc border on the fundus photo.](i1552-5783-57-13-5498-f04){#i1552-5783-57-13-5498-f04}

Statistical Analysis {#s2c}
--------------------

Statistical analysis was performed using SAS (SAS Institute, Inc., Cary, NC, USA). The demographic and ocular characteristics of the normal and glaucoma groups were compared with χ^2^ tests for categorical variables and nonpaired 2-tailed Student\'s *t*-tests for continuous variables ([Table 1](#i1552-5783-57-13-5498-t01){ref-type="table"}). Significance was established if the *P* values were less than 0.05. The areas under the receiver operating characteristic (AUROC) curves were compared using the method of Delong et al.^[@i1552-5783-57-13-5498-b27]^

###### 

Clinical Characteristics of the Normal and Open Angle Glaucoma Study Populations

![](i1552-5783-57-13-5498-t01)

Results {#s3}
=======

[Table 1](#i1552-5783-57-13-5498-t01){ref-type="table"} describes the clinical characteristics of the 162 eyes of 162 subjects in the study population. There were 58 healthy subjects and 104 glaucoma patients in this study. The datasets of 10 eligible patients were excluded due to acquisition and segmentation artifacts. The proportion of Caucasian subjects in the healthy and glaucoma groups was nearly equal (65.4% vs. 65.5%). The combined proportions of the African American and Hispanic subjects (27.0% and 25.9%) were also closely balanced between the two groups ([Table 1](#i1552-5783-57-13-5498-t01){ref-type="table"}).

[Table 2](#i1552-5783-57-13-5498-t02){ref-type="table"} shows that the mean values of the RNFL thickness and the five neuroretinal rim parameters for the healthy and glaucoma groups are significantly reduced in glaucoma patients compared with healthy subjects for all regions (global, all quadrants, and all four sectors; *P* values \< 0.001). The receiver operating characteristic (ROC) curves for the global measurements of the six parameters ([Fig. 5](#i1552-5783-57-13-5498-f05){ref-type="fig"}) showed that the global measurements had statistically similar diagnostic capability (*P* \> 0.05).

###### 

The Mean Values of SD-OCT Diagnostic Parameters Are Shown for Healthy and Glaucoma Patients

![](i1552-5783-57-13-5498-t02)

![The ROC curve of the global RNFL thickness (AUROC = 0.954), MDB thickness (AUROC 0.968), MDB area (AUROC 0.969), rim volume (AUROC 0.952), rim area (AUROC 0.908), and rim thickness (AUROC 0.944).](i1552-5783-57-13-5498-f05){#i1552-5783-57-13-5498-f05}

In [Table 3](#i1552-5783-57-13-5498-t03){ref-type="table"}, the diagnostic capabilities of the five neuroretinal rim parameters are compared with the RNFL thickness parameter using pairwise comparisons of the AUROC curves for the global, quadrant, and sector regions. [Table 3](#i1552-5783-57-13-5498-t03){ref-type="table"} shows that the diagnostic capability of the 3D MDB neuroretinal rim thickness was higher than that of 2D RNFL thickness in the nasal (0.913 vs. 0.818, *P* = 0.004; [Fig. 6](#i1552-5783-57-13-5498-f06){ref-type="fig"}) and temporal (0.922 vs. 0.858, *P* = 0.026; [Fig. 7](#i1552-5783-57-13-5498-f07){ref-type="fig"}) quadrants and superonasal (0.933 vs. 0.868, *P* = 0.012) and inferonasal (0.950 vs. 0.897, *P* = 0.011) sectors. The other parameters (MDB area, neuroretinal rim volume, area, and thickness) were comparable to the RNFL thickness in diagnostic capability. The inferior MDB thickness quadrant had the highest AUROC of the quadrants (0.966), and the inferotemporal sector had the highest AUROC for all quadrants and sectors (0.968). The highest MDB thickness AUROC values (0.968) were associated with global and inferotemporal MDB thickness. The MDB thickness had a significantly higher AUROC than the rim volume in only the global (0.968 vs. 0.952, *P* = 0.030) and the superonasal (0.933 vs. 0.909, *P* = 0.015) regions (data not shown in the final figures and tables).

###### 

Comparison of Diagnostic Capabilities for Glaucoma of the RNFL Thickness Versus Five Neuroretinal Rim Parameters: The MDB Thickness, MDB Area, Rim Volume, Rim Area, and Rim Thickness

![](i1552-5783-57-13-5498-t03)

![The ROC curve of the RNFL thickness compared with the ROC curve for MDB thickness in the nasal quadrant. The difference in the AUROC curves (MDB AUROC = 0.913, RNFL thickness AUROC = 0.818, *P* = 0.004) was statistically significant.](i1552-5783-57-13-5498-f06){#i1552-5783-57-13-5498-f06}

![The ROC curve of the RNFL thickness compared with the ROC curve for the MDB thickness in the temporal quadrant. The difference in the AUROC curves (MDB AUROC = 0.922, RNFL thickness AUROC = 0.858, *P* = 0.026) was statistically significant.](i1552-5783-57-13-5498-f07){#i1552-5783-57-13-5498-f07}

[Table 3](#i1552-5783-57-13-5498-t03){ref-type="table"} also shows that there were no statistically significant differences between AUROC values for MDB area and RNFL thickness in any region (*P* = 0.055--0.827). The global MDB area had the highest AUROC at 0.969, followed by the inferotemporal sector at 0.955 and the inferior quadrant at 0.952. The MDB area also had significantly higher AUROC values than the rim area in all fields except the nasal quadrant (0.886 vs. 0.841, *P* = 0.104) and the superonasal sector (0.886 vs. 0.852, *P* = 0.173) (data not shown in the final figures and tables).

The rim volume parameter (0.895--0.952) had similar diagnostic capability to the RNFL thickness. There were no statistically significant differences in diagnostic capability (*P* = 0.084--0.912) except for the nasal rim volume (0.895 vs. 0.818, *P* = 0.025), which had a higher AUROC than the nasal RNFL thickness. The highest AUROC for the rim volume was for the global field at 0.952, followed by the inferior quadrant at 0.950 and the inferotemporal sector at 0.949.

The rim area (0.841--0.908) had lower diagnostic capability than the RNFL thickness in the global (0.908 vs. 0.954, *P* = 0.029), inferior (0.897 vs. 0.958, *P* = 0.005), and inferotemporal (0.894 vs. 0.958, *P* = 0.006) zones. The highest AUROC was for global rim area at 0.908, followed by the inferior (0.897) and inferotemporal regions (0.894).

Lastly, the rim thickness (0.878--0.952) had similar diagnostic capability (*P* = 0.096--0.973) compared with RNFL thickness for all regions. The diagnostic capability of the rim thickness lay between the capabilities of the rim volume and area, with the rim volume generally having the highest AUROC values of the three reference surface dependent parameters. The highest rim thickness AUROC value was for inferior rim thickness at 0.952, followed by global rim thickness at 0.944, and then the inferotemporal rim thickness at 0.943.

In the 162 volumetric scans, an average of 11 frames of 193, or 5.7%, had an artifact.

The reproducibility of the MDB program was evaluated using scans of 76 eyes from 50 subjects (20 healthy subjects, 16 glaucoma patients, and 14 subjects with other conditions). The intertest variability was calculated by dividing the difference in the measurements by their average, and a Bland-Altman diagram was created ([Fig. 8](#i1552-5783-57-13-5498-f08){ref-type="fig"}). The mean of the intertest variability was 0.84%, and its SD was 5.18%.

![A Bland-Altman plot showing the reproducibility of the global MDB neuroretinal rim thickness. The intertest variability between two measurements (percentage fractional difference) is plotted against the mean of the measurements.](i1552-5783-57-13-5498-f08){#i1552-5783-57-13-5498-f08}

The MDB thickness showed a significant correlation (*P* = 0.032) with age, with a slope of −0.75 μm per year. Therefore, the mean expected reduction in the global MDB thickness due to the glaucoma group being 13.6 years older than the healthy cohort is 10.2 μm (or −0.75 μm × 13.6 years), which is smaller than the measured difference between the normal and glaucoma groups of 136 μm.

Discussion {#s4}
==========

Neuroretinal rim parameters, like the proposed MDB^[@i1552-5783-57-13-5498-b07]^ thickness and area and later variations, such as the BMO-MRW,^[@i1552-5783-57-13-5498-b13]^ are of clinical interest because they are uniquely designed to quantify neuroretinal rim tissue from 3D SD-OCT images and because they do not use a reference surface for calculations. Older time-domain OCT diagnostic techniques still remain in SD-OCT machines. These methods include peripapillary RNFL thickness and neuroretinal rim parameters (i.e., rim volume, area, and thickness) which are derived from a flat reference plane 150 or 200 μm above a curved RPE surface. In contrast to time-domain OCT methods, which use a flat reference plane, newer SD-OCT diagnostic parameters do not need a reference surface^[@i1552-5783-57-13-5498-b09]^ but instead use OCT-based landmarks, such as the RPE/BM complex, to more accurately determine a neuroretinal rim border.^[@i1552-5783-57-13-5498-b06],[@i1552-5783-57-13-5498-b13]^ This work establishes that the reconstruction of the ILM and RPE/BM complex from high-density raster scans can be used to generate multiple 3D parameters with high diagnostic capabilities for glaucoma, the most promising being the MDB thickness.

This study demonstrates that the MDB thickness has significantly higher (*P* = 0.004--0.026) diagnostic capability compared with 2D RNFL thickness measurements in the nasal, temporal, inferonasal, and superonasal fields. Both the 2D RNFL thickness parameter and the 3D MDB parameters quantify the cross-sectional band through which nerve tissue travels as it exits the eye going toward the brain, and the parameters are sensitive to neuronal loss. However, because the MDB comprises a higher percentage of nerve tissue than the RNFL thickness, the MDB may be a better surrogate measure of nerve tissue than RNFL thickness. The surface nerve fiber layer of the optic nerve head, of which the MDB is a cross-section, consists of approximately 94% neurons and 5% astrocytes.^[@i1552-5783-57-13-5498-b28]^ In contrast, SD-OCT studies have suggested that 48.8% to 65.1% of the total RNFL thickness may be glial and vascular tissue, and this large "floor effect" of glial tissue and blood vessels varies from machine to machine (RNFL thickness floor measurement: Spectralis, 49.2 μm; Cirrus, 57.0 μm; RTVue \[Optovue, Fremont, CA, USA\], 64.7 μm).^[@i1552-5783-57-13-5498-b29]^

The BMO-MRW (Spectralis Glaucoma Module Premium Edition; Heidelberg Engineering), a parameter similar to the MDB neuroretinal rim thickness, has been studied by several authors,^[@i1552-5783-57-13-5498-b13],[@i1552-5783-57-13-5498-b30][@i1552-5783-57-13-5498-b31][@i1552-5783-57-13-5498-b32]--[@i1552-5783-57-13-5498-b34]^ but it is unclear if the BMO-MRW has significantly higher diagnostic ability than the RNFL thickness. Initial studies of the diagnostic capability of this parameter involved manual identification of the BMO and the ILM.^[@i1552-5783-57-13-5498-b13]^ In contrast to the 193 raster line volume scan from which the MDB neuroretinal rim parameter is obtained ([Fig. 1](#i1552-5783-57-13-5498-f01){ref-type="fig"}a), the BMO-MRW is derived from 24 radial line scans over the optic nerve ([Fig. 1](#i1552-5783-57-13-5498-f01){ref-type="fig"}b). Chauhan et al.^[@i1552-5783-57-13-5498-b13]^ suggested that the BMO-MRW may have enhanced diagnostic capability compared with the RNFL thickness (AUROC of 0.96 for global BMO-MRW compared with 0.92 for RNFL thickness). The ROC curves comparing the BMO-MRW to the RNFL thickness showed the largest differences in the nasal region. Our study showed that the nasal and temporal quadrants of the MDB thickness and the superonasal and inferonasal sectors of the MDB thickness had significantly higher AUROC values (*P* = 0.004--0.026) than the corresponding 2D RNFL regions. When evaluating Cirrus neuroretinal rim parameters, some studies using the Cirrus 200 A-line × 200 raster scan protocol have also suggested that rim thickness and area in the nasal and temporal quadrants have greater AUROC values compared with RNFL thickness values (*P* \< 0.001)^[@i1552-5783-57-13-5498-b35]^; however, other Cirrus studies have suggested that there are no statistically significant differences between the 2D rim thickness and area compared with the 2D RNFL thickness (*P* \> 0.05).^[@i1552-5783-57-13-5498-b11]^ Even though glaucoma preferentially causes superior and inferior thinning and even though these regions classically have the highest diagnostic capabilities, the nasal and temporal MDB thickness had higher AUROC values in 3D datasets compared with the 2D RNFL thickness. In the nasal region, the diagnostic capability of the RNFL thickness may be reduced by the high density of blood vessels. The RNFL is also typically thinnest in the temporal region, so the proportion of vascular and glial tissue is higher, making the temporal RNFL thickness less sensitive to change (floor effect). The nasal and temporal MDB thickness measurements may be able to detect pathological change more easily because of the higher proportion of nerve tissue at the neuroretinal rim. Hwang and Kim^[@i1552-5783-57-13-5498-b35]^ also suggested that differences in the topographic distribution of RNFL and rim loss may be a cause of the differences in diagnostic abilities between the RNFL thickness and rim parameters in the nasal and temporal regions. In conclusion, of the BMO-MRW, MDB thickness, and Cirrus neuroretinal rim parameters, only the 3D MDB neuroretinal rim thickness and 2D Cirrus neuroretinal rim thickness and area had regions (i.e., nasally and temporally) that had significantly improved diagnostic capability compared with the 2D RNFL thickness, and both of these parameters were based on high-density raster scan protocols.

The Cirrus machine has many neuroretinal rim parameters in its software. None of them had significantly higher diagnostic capability than the RNFL thickness,^[@i1552-5783-57-13-5498-b11],[@i1552-5783-57-13-5498-b35],[@i1552-5783-57-13-5498-b36]^ except for the nasal and temporal rim thickness and area.^[@i1552-5783-57-13-5498-b35]^ The Cirrus optic nerve parameters are calculated from a 200 B-scan volume protocol, which is similar to the MDB 193 B-scan volume protocol. However, the Cirrus software (Cirrus software versions 5.0 and 6.0) calculates these parameters using a 200-μm reference plane above the RPE,^[@i1552-5783-57-13-5498-b36]^ whereas the MDB does not use a reference surface. Mwanza et al.^[@i1552-5783-57-13-5498-b11]^ noted that the following Cirrus optic nerve head parameters appear to have similar diagnostic ability as the 2D RNFL thickness: disc area, rim area, vertical rim thickness, horizontal rim thickness, cup-to-disc area ratio, vertical cup-to-disc ratio, horizontal cup-to-disc ratio, and cup volume. Hwang and Kim^[@i1552-5783-57-13-5498-b35]^ similarly showed that Cirrus neuroretinal rim assessments (rim area and rim thickness) were similar to the RNFL thickness in diagnostic capability for the global, superior, and inferior regions.

Although the MDB neuroretinal rim thickness has a significantly higher diagnostic capability than the RNFL thickness in the nasal and temporal quadrants, the diagnostic capability of the MDB area is not significantly higher than the RNFL thickness in any subfield. This finding is notable because the MDB area is calculated by using the same points as the MDB thickness ([Fig. 2](#i1552-5783-57-13-5498-f02){ref-type="fig"}). Blood vessels and glial tissue may reduce the sensitivity of the area measurements quadratically, while affecting the neuroretinal rim thickness in only a linear fashion. Gardiner et al.^[@i1552-5783-57-13-5498-b25]^ suggested this effect when comparing the BMO-MRW with the BMO minimum rim area. In addition to this floor effect, the reorientation of the blood vessels, as axonal tissue is lost in glaucoma, may reduce the sensitivity of both parameters but may affect the MDB area more. In contrast, the MDB area had a significantly higher diagnostic capability than the rim area in all but the nasal and superonasal fields. The rim area is a projection of the rim tissue volume on a horizontal plane, whereas the MDB area is a fully 3D measurement and may thus provide more information. Chauhan et al.^[@i1552-5783-57-13-5498-b13]^ and Gardiner et al.^[@i1552-5783-57-13-5498-b25]^ mention that the horizontal area measurements had lower diagnostic capability and structure-function correlation than the minimum rim width or area measurements.

The current study and the literature suggest that neuroretinal rim parameters (rim volume, area, and thickness), which are based on a 150-μm reference surface, have similar diagnostic capability to RNFL thickness ([Table 3](#i1552-5783-57-13-5498-t03){ref-type="table"}). On the Cirrus platform, which used a reference plane 200 μm above the RPE, Mwanza et al.^[@i1552-5783-57-13-5498-b11]^ reported no statistically significant differences in AUROC for the top optic nerve parameters and the RNFL thickness measurements (*P* \> 0.05). In the article by Hwang and Kim,^[@i1552-5783-57-13-5498-b35]^ rim area and thickness had a higher diagnostic capability for the nasal and temporal quadrants, suggesting that the 200-μm reference plane may yield improved diagnostic performance compared with the 150-μm reference plane; however, a 200-μm reference plane may be higher than the level of the ILM in many patients, rendering neuroretinal rim parameters undefined in these cases.

The literature suggests that parameters calculated from high-density raster scan protocols over the optic nerve may have diagnostic capabilities the same as or higher than those derived from radial scan protocols over the same region. Pollet-Villard et al.^[@i1552-5783-57-13-5498-b37]^ used the Cirrus platform with 36 radial sections generated from the 200 raster scans over the optic nerve to calculate the BMO-MRW. He reported that the BMO-MRW had a lower diagnostic capability than the RNFL thickness in that study (AUROC 0.906 vs. 0.922), and that the RNFL parameter with the highest AUROC (average RNFL) was statistically similar to the BMO-MRW parameter with the highest AUROC value (inferior temporal sector, *P* \> 0.1). This Cirrus BMO-MRW parameter was calculated using manual identification of the disc margin in the radial scans. The report by Chauhan et al.^[@i1552-5783-57-13-5498-b13]^ on the Spectralis BMO-MRW parameter suggests that the BMO-MRW has higher diagnostic capability than RNFL thickness. Both our study and Cirrus studies, which used 193 and 200 raster line scans, respectively, noted that the 3D MDB neuroretinal rim thickness and 2D Cirrus neuroretinal rim thickness and area had significantly higher diagnostic capability than the traditional 2D RNFL thickness parameter in the nasal and temporal regions ([Table 3](#i1552-5783-57-13-5498-t03){ref-type="table"}).^[@i1552-5783-57-13-5498-b35]^

The case-control design of this study may be a limitation of this work. In clinical practice, diagnostic tests are typically performed on glaucoma suspects,^[@i1552-5783-57-13-5498-b38][@i1552-5783-57-13-5498-b39]--[@i1552-5783-57-13-5498-b40]^ not just on patients who have a confirmed diagnosis of glaucoma. If the SD-OCT parameters were calculated for a cohort of glaucoma suspects, reduced AUROC values may be observed. The direct comparison of the MDB and rim parameters with the current structural diagnostic standard, the RNFL thickness, mitigated this problem and allowed the relative parameter performances to be evaluated.

In conclusion, the 3D MDB neuroretinal rim thickness parameter, which is derived from high-density 3D volume scans, offers a high diagnostic capability for glaucoma and may be of significant clinical utility.
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